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 Conditions for Coverage for Disaster Preparedness…
and how to help meet them!

	CFC STANDARD
	FKDC RESOURCES

	Standard: Emergency Preparedness

	The dialysis facility must implement processes and procedures to manage medical and non-medical emergencies that are likely to threaten the health or safety of the patients, the staff, or the public. These emergencies include, but are not limited to, fire, equipment or power failures, care-related emergencies, water supply interruption, and natural disasters likely to occur in the facility’s geographic area.
	· Hazard Vulnerability Analysis
· Emergency Preparedness Assessment
· FDA Recommendations on Reopening Hemodialysis Facilities After Restoration of Power or Water
· Technical Consideration When Bringing Hemodialysis Facilities Water Systems Back on Line After a Disaster 
· Safe Use of “Tanker” Water for Dialysis
· Tips for Working with Shelters
· Triage Considerations for Dialysis Patients
· State Resources (Statewide Shelter Database, Statewide Road Status, Florida Contraflow Plan, Florida Emergency Management Plan)

· Restoration Status Spreadsheet 

· Disaster Communications Template 
· CMS Manual:  Emergency Preparedness For Dialysis Facilities
· CMS Manual:  Preparing For Emergencies – A Guide For People on Dialysis
· Communicating with Utility Companies:  Become a Priority!   
· Last Chance Communications Through Satellite Phone Systems 

· Emergency Preparedness Plan:  Skilled Nursing Facility 
· Nursing Home Communications Disaster Review
· National Kidney Foundation Manual:  Planning For Emergencies (Patients)
· Emergency Status System (ESS) Provider Use Instructions 
· ESS Overview
· Pandemic Flu Resources 
· Additional Resources


	(1) Emergency Preparedness of Staff

	(i) Ensuring that staff can demonstrate a knowledge of emergency procedures, including informing patients of:
(A) What to do; 

(B) Where to go, including instructions for occasions when the geographic area of the dialysis facility must be evacuated;
(C) Whom to contact if an emergency occurs while the patient is not in the dialysis facility. This contact information must include an alternate emergency phone number for the facility for instances when the dialysis facility is unable to receive phone calls due to an emergency situation (unless the facility has the ability to forward calls to a working phone number under such emergency conditions); and
(D) How to disconnect themselves from the dialysis machine if an emergency occurs; (ii) Ensuring that, at a minimum, patient care staff maintain current CPR certification; and (iii) Ensuring that nursing staff is properly trained in the use of emergency equipment and emergency drugs.

	· Dialysis Provider To Do List 
· Patient To Do List 
· Who to Contact 
· All Hazards Educational Series 
· Patient, Family & Staff Emergency Plan 
· Employee Readiness Presentation 

· State/Federal Courses, Certification & Education
· Additional Resources


	(2) Emergency Preparedness Patient Training

	The facility must provide appropriate orientation and training to patients, including the areas specified in paragraph (d)(1)(i) of this section.
	· Patient To Do List 

· Who to Contact 

· All Hazards Educational Series 
· CMS Manual:  Preparing For Emergencies – A Guide For People on Dialysis
· Patient & Family Emergency Plan 
· R.E.A.D.Y. Packet (from Texas ESRD Emergency Coalition)
· National Kidney Foundation Manual:  Planning For Emergencies (Patients)
· Disabilities Special Needs Brochure
· Older Americans Brochure
· Ready America Brochure
· Pet Owners Brochure
· Ready.gov Public Service Announcements 
· Additional Resources


	(3) Emergency Equipment

	Emergency equipment, including, but not limited to, oxygen, airways, suction, defibrillator or automated external defibrillator, artificial resuscitator, and emergency drugs, must be on the premises at all times and immediately available.


	While FKDC currently has no resources developed related to emergency equipment, this section is of vital importance to patient safety and emergency preparedness:

Suction machines are necessary medical devices used to clear a patient’s airway of secretions or vomit. In the absence of these medical devices, it is possible that the patient’s airway could not be cleared.

The American Heart Association (AHA) strongly supports a defibrillator requirement and AEDs in dialysis units, and suggested that AED training be combined with cardiopulmonary resuscitation training. The AHA pointed out that defibrillators have been shown to save lives in a variety of settings including office buildings, airplanes, and stadiums, where survival rates without AEDs are otherwise 1 percent. The AHA also noted that cardiac disease accounts for 43 percent of deaths in ESRD patients (United States Renal Data System 2003 Annual Data Report).
Facility nurses are required to be trained and prepared to handle emergencies that are likely to occur within the dialysis facility, and facilities are required to have equipment available for treating these emergencies.


	(4) Emergency Plans

	The facility must (i) Have a plan to obtain emergency medical system assistance when needed:
The facility must (ii) Evaluate at least annually the effectiveness of emergency and disaster plans and update them as necessary.

The facility must (iii) Contact its local disaster management agency at least annually to ensure that such agency is aware of dialysis facility needs in the event of an emergency. 
	· Employee & Patient Drill Training
· Hurricane Linda Drill
· Drill Report Evaluation
· Patient Questionnaire
· Facility Questionnaire
· Drill Sign-in Sheet
· QI Template Sample 

· County EOC Facility Form and Instructions 

· Emergency Support Function 8 (ESF 8):  Health and Medical Services Info Sheet
· Community Partner Packet 

· Questions for EOC 
· Understanding the Incident Command System
· Save A Life Fact Sheet
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